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Science Systems and Applications, Inc. 

Hampton, Virginia 
 

Summary 
 

Calibration date: 2014 June                Next Calibration date: 2015 June 
 
A certificate of factory calibration and a certificate of conformance of a 
Rotronic Temperature/Relative Humidity (Temp/RH) Sensor, S/N: 
61177611, has been provided.  Although there was a nine-month 
discrepancy between date of calibration and the date we received the 
sensor, the attached letter details that the calibration is still valid from the 
“received date”. 
 
Manufacturer: Rotronic 
Model: Hygroclip-S3 
Serial Number: 61177611 
 
The certificate of factory calibration displays how the calibration was 
performed.  This includes corresponding to the test requirements of ISO 
9001, with traceability to national standards.  The certificate of conformity 
details that the Temp/RH probe meets the published specifications. 
  
Application: The Rotronic Temp/RH sensor is programmed via a Campbell 
Scientific data logger and collects raw voltage data.  Calibration 
adjustments (e.g. multipliers and offsets) are applied during processing of 
raw data. 
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